CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory /<D\’\
N
I hereby certify that these documents are a true and correct copy of the A
periodic maintenance* for the Intoxilyzer 8000 Serial Number ’)
$§0-002%073 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 2-)13-0% Call D.10/{ AC Cal2 0.100 AC

Between the dates of 2-!41-0% and 313 0%
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ R
The instrument was returned to service on N/ A

Mane Lol

/
Clare L. Conley

RAA9-0Y

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /4 day of

Manh 2008

N\ NOTARY PUBLIC-ARIZONA

DFFICIAL SEAL
KATHY A. KINNEY]

PIMA COUNTY Notary Public

*Includes documents specified in ALA.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBTIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R1I3-10-104(A)

A
ARTIZONA DEPARTMENT OF PURLIC SAFETY /%

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

W
/\53 b

hY
QA SPECIALIST Qlafa LGq(&.,\ AGENCY Tucson Police Department

STANDARD QUALITY ASSURANCE PROCEDURE

DATE 2 -2 -0§ TIME 94 b

INTOXILYZER SERIAL # &0 -vc2%03 LOCATION O'DW

( ¥') 1. Display reads “PUSH BUTTON TO START”
DIAGNOSTIC TESTS

(') 1. Clock time check.

{ v ) 2. Date check.

OPERATIONAL TESTS

( /) 1. Alcohol-free subject test result 0. 5V AC,
(v ) 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
(v ) 3. Proper sample recognition systemn.

Not a Successfully Completed Test Seguence printed
Deficient sample printed.

(¥") 4. Standard Calibration Check standard 0. [o» AC
Result: 0, /oD AC

Instrument is operating properly and accurately. YES Y7 NO

COMMENTS N yra -

SIGNATURE ﬁﬁauv OK\‘\QA.V\‘

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1377, Arizona Revised Statutes, this documen; is a certified duplicate of the information contained in
compuier storage devices of the Tucson Police Department



INTOXILYZER 8000 SLD
Location: ARIZONA

serial Number : 80-002803 /ﬁ}\
03/13/2008 09:59:26

Standard Lot# 7325031

Last Changed By C CONLEY #34517

OAS: C. CONLEY #34517

_TUCSON PD

Operator. C CONLEY #34517

‘TUCSON PD

Sub]ect: TEST SQAP
DOB: 11/11/1111
Sex: M Werght lll

15 Minute Deprlvatlon Period? Yes

Test g/210L Time

Aixr Blank 0.000 10:00:18
Diagnostic Test Pass 10:00:45
Air Blank 0.000 10:01:12
0.100 Cal Check 0.100 10:01:31
Air Blank 0.000 10:02:01
Subject Test 0.000 10:02:21
Air Blank ABT* 10:02:28
Air Blank 0.000 10:02:56

*Sequence Aborted

Not a Successfully Completed Test Sequence

=
UTSUZNT 10 Soonior 25-1207, ATizene Deviger G - :
Lt 1IZ27. AT Revised Stmmes whic 2omumem iz oooiified fumbeste pf e mi e
—— brab oSS0 tuphizzie of o micrman =Cin g e
Slorags fevizes of the Tusson Foline ZrrpETunsil O EOMRIREC {D tompa



INTOXILYZER 8000 3 {%G‘ C"-/\

Location: ARIZONA

Serial Number : 80-002803 /\b\\
03/13/2008 10:03:01

Standard Lot# 7325031

Laqt Changed By C CONLEY #34517

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Welght lll

15 Minute Deprlvatlon Perlod7 Yes

LA R AT i R 7 48 A e A e %

Test g/210L Time o
Air Blank RFI* 10:03:32
Air Blank IPS** 10:03:41

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Purspany 1p ges
o sermon 28-1227, Arizons Feviserd Stamses. thie sorrmens

- SCTITICIN IR @ SETIENEC Bunbicate 0F thne mioTIoan ned =
SteTage devigms of the Tusson Police Tewzrmm=m 7 SRS 1 oo



INTOXILYZER 8000 L{S&;% C&N

Location: ARIZONA
Serial Number : 80-002803 /$M
03/13/2008 10:03:48 \

Standard Lot#: 7325031
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY 34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank 0.000 10:04:38
Diagnostic Test Pass 10:05:05
Air Blank 0.000 10:05:32
0.100 Cal Check 0.101 10:05:51
Air Blank 0.000 10:06:21
Subject Test 0.166% 10:09:29
Air Blank 0.000 10:10:04
Air Blank 0.000 10:10:32
Subject Test XXX ** 10:11:30
Air Blank 0.000 10:12:04

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

mtre rio: i " Ttisz eoriifiad dumbizats of the micTmenor contzines | e
Slorage devices of the Tusson Polics Drege—mnem, ' CRIEINEC 1D compine;

ALl



INTOXILYZRR 8000

Location: ARI4ZONA 5 {%q‘ Ca

Serial Number: 80-002803
03/13/2008 10012040

Standard Lot#: 7325031 /@\,\
Last Changed By: C. CONLEY #24517

QAS: C. CONLEY #34517

TUCSON PD

Test g/ AT00 Tine

Air Blank 0,000 [0:15:1.
Cal Check d.100 TO:1 502
Air Blank 0.000 104

Operator's S.jr:)\at.m'e

=3 .
SUTSUZIT 10 seonion 2R-13277 4 T7TamE : . .
BITT0 szenon 28-1307. Anzona Bovised Stammes. this onoumem iz 2 gesifiad dumd : : .
. s . o omHE DTSt SISl THE Sonins w13z oETEL 0 Suphicate 0f e micrnanon container -
SLoTags deviges of the Tusson Foiier Dieoeiment ' ’ ‘ ASC D tombe;



EXHIBIT G-2

THIS REPORT PREPARED PURSTIANT TO DUTY IMPOSED RY
A.A.C. R13-10-104(2a)

ARIZONA DEPARTMENT QF PUBLIC SAFETY \D(kq C{A
STANDARD QUALITY ASSTURANCE PROCEDURES
INTOXILYZER MODEL 8000 /{Jb\ m
STANDARD CALIBRATION CHECK PROCEDURE /}\\’X
QA Specialist Ola g3 Cm ’.&,} AGENCY Tucson Police Department
DATE 2-(%-0% TIME 095

Intoxilyzer Serial # €o -20280°% Location ODW

() 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0. /&) AC.
OR
Pour a standard alcohol concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

(v ) 2 Intoxilyzer B000 display reads “PUSH BUTTON TO START”

(v ) 3. Go to the “Control Testing Menu”. Select “D” for dry
control test or “W’ for wet control test. After
selection is made press ENTER.

{ ) 4. 2ir blank completed.

( v) 5. Calibration check completed. Test results 0, ’9/ ac.

() 6. 2air blank completed.

e 7. Remove printed record. Attach the record to the completed

checklist.

SIGNATURE Of&fa th \-Gnq
\

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327. Arizona Revised Stauues. this document is a certified duplicate of the information comained in
computer storage devices of the Tucson Police Department.



INTOXTLYZER 8000 q
Location: ARIZONA 7
Serial Number: §0-002803

03/13/2008 0935715 Q})\

Standard Lot#: 732503

Last Changed By: C. CONLEY £34517 /\5\\

0OAS: C. CONLEY #34517
TUCS0ON PD

Test g/ 210T T

Air Blank 0.000 G in
Cal Check 0,101 098 n7
Alr Blank 0.000 0915907

Mare (oo,

Operator's qu\mtuxn

Pursuan: fatuas : o -
110 s=znon 26-13207) Anrena Revised Sranimes Thir Sommrmem G o S Al - .

. gt SN LR B CETIINED CL"JL care pf the T n oirarl b —
SloTass. goviess of the Tucson Pm...., ™ FLCTINANAn SOMAIREL I tompnT

o ote Farg e 917418



Date:

TUCSON POLICE DEPARTMENT
CRIME LABORATORY
B
INTOXILYZER_SERVHHERECORI)U¢

FOR o
CALIBRATION GAS TANK CHANGE

D

»
(%

3S-13-0%

QAS: Uare Cﬁm {0_4_1

I ¢ |
Intoxilyzer Serial Number: &p - po2ge3
New Lot Number: 73X 037

New Expiration Date:

)

(v

(v)
()

(+«)
(v)

()
(V)
(+v)
(v)

AW N —

10.

2 Nw 09

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Remove the old gas tank and install the new one.
Hit the “ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot # From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving..,”

Hit the “ESC” key twice.

Go to the “M-Maintenance” menu and select “T-Control Testing.”

Select “D” for dry control test. After selection is made press
ENTER.

Air blank completed.
Calibration check completed. Test results 0, /b1 AC.
Air blank completed.

Remove and sign printed record. Attach the record to the completed checklist,

SIGNATURE U A GMQL?

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 2000

Location: ARIZONA w@
Serial Number: 80-002803
03/13/2008 [ERSIRT]

Standard Lot#: 7325031
Last Changed By: (. CONLEY 4349)° /sw
QOAS: C. CONLEY 34517

TUCSON PD

Air Blank 0.000 (Y ing e ne
Cal Check 0.101 D967 04
Alr Blank 0.000 0910743

Operator'’ ‘:7 Signhature

b=
< UTSUENT 10 sxenon 28-1327%, Antzen: ‘St hie 3 : -
ERTUOR Le-l>, Anzongs Renser Stamures thic dooumra i i erified dm) - . _
ST - NN . = SHe SLuSAfic 1R 2 CITULISS fuplinzis 07 the mMIDTIMAN OntRInes In eomomer
Ccrags tisviges o7 the Tussor Poiize Temarmneon: ‘ ' On COTHZINEL I Lympne;



